
Neogen Reveal Q+ for Aflatoxin
Accuscan Pro and Accuscan Gold Reader

Weigh 50g of 
sample into a 

container

Add 125 mL of 65% 
ethanol. Cap and 

shake for 3 minutes.

The sample has been 
pre-weighed for you

Filter about 1 mL of 
sample into a 

microfuge tube

Pipet 500 µL of 65% 
ethanol into a new 

microfuge tube

Pipet 500 µL of 
filtered sample into 
the 500 µL of 65% 

ethanol

Use a transfer pipet 
to add extract to 

filter syringe

The extract is ready 
for testing

Mix well by shaking

Place red and 
clear cups into cup 

rack 

Pipet 500 µL of 
sample diluent 

into each red cup

Use one pipet tip 
for all

Pipet 100 µL of 
diluted extract into 

each red cup

Mix by swirling and 
pipetting up and 

down 5 times

Use a new pipet tip for 
each  sample

Transfer 100 µL to a 
new clear cup

Place a new Reveal 
Q+ test strip into 
cup.  Time for 6 

minutes

Read the test strip 
within 1 minute

Place the test strip 
in the cartridge and 

insert in reader

Accuscan Pro and 
Accuscan Gold

Place the QR code 
card for the 

appropriate reader 
into the cartridge 
and touch the QR 

code icon

Insert the cartridge 
into the reader.  It 
will automatically 

detect lot 
information

Touch the Run test 
icon (looks like a test 

strip)

Select the Test Type  
Afla Q+ or Q+

For Accuscan Gold, once the lot is 
detected press “Add Lot ID”

Record the 
instrument 
readout for 

your records
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